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Hours

24hr Transit Test - In House Climate Chamber

Thermal Postal Pocket (Large - Standard)

1 x 1kg-8 Pocket Water Ice Packs / 1 x Pack of Insulin

Chamber Temperature

POPO003 (Medium)

8 Degree Alarm

5 Degree Alarm

2 Degree Alarm

Result - Pass�

5˚c Alarmed @ 

26hrs

8˚c Alarmed @ 

N/A

*Results are indicative only via an inhouse test and were not a customer validated profile


